[Comparison of principles for length measurements at the fundus of the human eye (author's transl)].
Comparison of principles is presented for length measurements at the fundus of the eye and discussed with respect to minimum measuring errors. Measurements by photography or by optical dislocation of the measuring object to itself are the methods with the least uncertainty under the conditions taken into consideration.